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*Plus extras to make model comparable. Actual size facsimile tapes show results of 1-second printing time. 


Tear a piece of tape off all three big-name digital instrumentation printers. Compare speed 
and readability. One obviously prints at least twice as fast. Obviously one can be read without 
getting ink on your nose. One reason is, our new CMC 410 Printer is not just another 
rebuilt adding machine. Another reason: our logic conversion is all electronic. 35-millisecond 
data-gathering doesn’t stall your source. The CMC 410 is quiet, compact (only half-rack size) 
solid-state, versatile, and all that. Our basic unit spews out 8-digit columns at 10 lines per sec 
Column width expands to 12 digits. This new CMC 410 Printer is another step in our demo- 
niacal plan to unseat some of the other big names in this business. Wait ’til you see what’s 
next! Incidentally, we still have some of our glorious Crusading Engineer medals lying about. 
We’d sure be happy to send you this status symbol 
along with the specs for the new CMC 410 Printer. 

Just write and ask. If you already have a medal, pin 
this one on your secretary ... or are you man enough? 
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12976 Bradley • San Fernando, California • Phone (213) 367-2161 • TWX 213-764-5993 


COMPUTER MEASUREMENTS COMPANY IS A LEADING DESIGNER AND MANUFACTURER OF ELECTRONIC INSTRUMENTATION TO COUNT, MEASURE, AND CONTROL. 




